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Conical Patient Tube 
Connector (16-40 Fr)

Step-down Connector
(8-12 Fr )

5

Patient Tube1 Pull out Base

Suction Source 7 Disposal

Insert fully

Suction source

Rx only

Adjust to 
Prescription

 Back side (right)

Increase suction source 
to -80 mmHg (-10.6 kPa)
or higher

Clamp for 
disposal

6a Needle-less Sampling 6b Sampling with Needle

Inline needle-less
sample port

Lower left corner 
on the back

10 ml luer-lock syringe
for sampling
(not included)

30 ml luer-lock syringe
for sampling
(included)

<45°

23 G  / 24 G or smaller

30 ml
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